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Abstract
Giant aneurysms have been treated with endovascular approaches like general, balloon-assisted and stent-
assisted coiling, and flow diverter stent-assisted techniques. Few cases have been reported to be treated
with both normal and large coils. Despite the mass effect, an adequate revascularization has been reported.
An initial use of these coils is being reported in the current study. This is a case which has been successfully
treated using a stent-assisted coiling with both small and large coils i.e., Penumbra Coil 400 (Penumbra, Inc.,
Alameda, California). 
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Introduction
The middle cerebral artery (MCA) is the most common location for giant aneurysms. About 15% of all MCA
aneurysms are giant aneurysms [1]. A giant aneurysm is defined as an aneurysm with a diameter of more
than 25mm. Large giant aneurysms of the MCA are rare lesions. Their natural history, as well as the
etiopathogenesis, do not remain completely elucidated. The incidence of a giant aneurysm is reported to be
6.1% [2]. There is still a controversial discussion if clipping or coiling MCA aneurysms are superior or better
for the patient, and often there is no ideal solution. Some authors prefer clipping the aneurysm because of
the possibility of intraoperative hematoma evacuation if needed [3]. Lately, published studies have shown
better outcomes when treating an aneurysm with a Penumbra 400 Coil in comparison to other conventional
coils because of its higher packing density and lower number of coils per aneurysm, while achieving similar
occlusion rates. Another advantage of these coils seems to be the cost-effectiveness [4, 5]. We describe the
case of a giant aneurysm of the MCA, which was treated successfully at our institute with Penumbra Coil
400. 
Case Presentation
A 27-year-old woman presented to the emergency department with nausea, vomiting, and global headache.
The admission of non-contrast CT of the head showed a rounded hyperdense lesion in the left Sylvian
fissure, without evidence of acute hemorrhage or associated hydrocephalus. A subsequent magnetic
resonance angiogram (MRA) was performed showing a giant aneurysm of the left MCA. A catheter
angiography was further performed which demonstrated a giant aneurysm of the M1 segment of the left
MCA, with a distant flow to M3 and M4 segments, and collaterals coming from the left anterior cerebral
artery (ACA). Before deciding whether to occlude the vessels or not, a balloon-assisted occlusion test (BOT)
with a Scepter balloon in the proximal ostium of the aneurysm was performed, which resulted in a transitory
facial paralysis. The parent vessel occlusion could not be performed. Therefore, it was decided to perform
stent-assisted coil embolization of the aneurysm using both small and large coils. (Figure 1) A right femoral
artery entry was used with an 8F-introducer, through which a 0.88 Neuronmax catheter was entered up to
the right internal carotid artery (ICA). Subsequently, a distal support Vasco microcatheter was catheterized
with a 0.014 microwire to the segment of the artery distal to the aneurysm. A Slim-px microcatheter was
used to access the proximal M1 segment of the right MCA. A 3D-DSA reconstruction was performed and
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